
Calibration	Data	on	BS	BF	LVDT
2017-08-22,	klog	3278

FR	(mm) Keystone	(mm)LVDT	(ct)
35 66.2 500
20 65 -2100
25 65.3 -1500
30 65.6 -780
35 66.1 350
40 66.5 1560
45 67.2 2820
50 67.8 4470
35 66.3 1000

y	=	0.0936x	+	62.947
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y	=	2342.8x	- 154445
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